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FOR MEN WITH IDEAS IN a a | 


Self-Analysis Computer 
FINDS CAR FAULTS FAST 


Color TV Is The Place 
TO USE YOUR VECTORSCOPE 


Lou Garner's 
STATE OF SOLID-STATE 


Jack Darr’s: = 
TV SERVICE CLINIC 


The foundation or mainframe of a group of useful 


and inexpensive digital test instruments 


for the lab, service shop and experimenters’ work- 


bench. Accessories plug into the readout. 


BUILD R-E's 
GRINCHWAL DIGITAL 
TEST EQUIPMENT  o1.on .oscasre 


VIRTUALLY EVERY DIGITAL INSTRUMENT 
needs an accurate internal time or fre- 
quency reference. For instance, an elec- 
tronic digital counter needs 0.1-, l-, and 
10-second time gates, while an elec- 
tronic stopwatch may need a source of 
10-microsecond wide time period 
pulses, or a digital voltmeter may need 
a stable source of 100-kHz timing sig- 
nals for dual-slope integration, used for 
accurate voltage to frequency con- 
version. This internal reference is usu- 
ally called a time base. 

One cheap time base is the power 
line, but it’s hard to use in a battery- 
powered instrument and it doesn’t have 
enough accuracy or stability to do jus- 
tice to 4 decades of counting. So, tradi- 
tionally, you had to go to a crystal os- 
cillator and a bunch of current-hogging 
RTL or TTL decade dividers. 

The digital grinchwal* does things 
differently. It starts with a crystal all 
right, but it uses a singfe integrated cir- 
cuit that will give you any time or fre- 
quency reference you ask it to, from 1 
MHz to | pulse per hour! To make 
things even nicer, the integrated circuit 
only draws 5 mA. 

Figure | is a block diagram of the 


*grinchwal. 2, (originated by author): gizmo, gadget, 
thingamayig. The digital readout and timebase of a mulu- 
purpose test instrument featuring plug-in modules for vari- 
ous functions or operations. 


Mostek MKS009 time-base integrated 
circuit. You hang a |-MHz crystal and 
some biasing and trimming components 
on its internal oscillator. You then send 
ita four-line code command that tells it 
how much to divide by, and out comes a 
reference frequency or time period that 
talks to the grinchwal counter or that 
can drive an ordinary RTL, DTL, or 
TTL integrated circuit. To program the 
IC to a desired division ratio, you use 
the code of Table |. There are four in- 
put lines, called A, B, C, and D. A dig- 
ital “0” is equal to ground, while a dig- 
ital “1” is at or near the +6-volt supply. 
For instance, if you start with a 1-MHz 
crystal, and apply the code 0101, or 
= 1,B =0,C = | andD = 0, the IC 
divides by five decades, or 10°, giving 
you either a 10-hertz output signal or a 
100-millisecond period square wave. 
Accuracy to four decades can be ob- 
tained by trimming the crystal against 
WWYV or another frequency reference, 
but even without any trimming you get 
a very stable and very accurate output. 
You also get a reser input. Ground it 

and the IC runs normally. Make it 6 
volts positive and the chip puts all its 
dividers in the O state. This is handy to 
gate your reference frequency for things 
like electronic stopwatches and sports 
timers. The reset and counters are syn- 


chronous. This means the first output 
cycle will be within a millionth of a sec- 
ond of the width of all the rest of the cy- 
cles. 

There are several precautions in us- 
ing this chip. Never apply reverse sup- 
ply voltage or you will instantly zap it. 
Also, the unused inputs must be con- 
nected exactly as shown in Fig. 2, for 
the IC has some internal-test speedup 
modes it can get into if you, say, try to 
use -12 volts instead of ground for a 
logic “0”. Note the 1-MHz direct output 
is too fast for the MK5005 counter and 
display plug-in, and thus can only be 
used on external circuits. With the addi- 
tion of resistor Rl, the two chips can 
talk to each other at any other reference 
time or frequency. And, like any other 
MOS device, an exceptionally unrea- 
sonable amount of mishandling can 
damage the chip, so leave it in its con- 
ductive foam carrier until after you 
have checked all the rest of your circuit 
out; then quickly and carefully solder it 
in place with a small soldering [RON 
(No guns please) and fine solder. 


Building the mainframe 

The schematic is in Fig. 2. Circuit 
boards, complete kits, and any and all 
parts are available from the source 
shown in the parts list. The grinchwal is 
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built in an unbreakable impact plastic 
case 5 X 6% X 2% inches deep. The 
power supply or the batteries mount in 
the upper bottom of the case, under- 
neath a main PC board that contains 
the timebase and connector for the 
plug-ins and the counter module. A 
front panel covers the top half of the 
case, supporting a red filter for the dis- 
play module, the CHECK and RESET 
pushbuttons and the OVERFLOW in- 
dicator, Besides the timebase and con- 
nectors, the PC board contains some 
supply filtering and _ reverse-polarity 
protection, a pulser for the reset line, a 
driver for the overflow indicator, and a 
“relay” (Q2, Q3) to control the -12-volt 
supply. 

The PC board is shown in Fig. 3. 
You can get this commercially or etch 
and drill your own, using this pattern. 
All the components except IC] may be 
mounted in place, watching the polarity 
on all the capacitors and diodes. A 
small four-wire flat cable makes the 
front panel connections neater, but 
plain old wire can be used. Note that 
the overflow indicator, being a light 
emitting diode is polarity sensitive. Be 
sure to connect it exactly as shown in 
the schematic with the narrow pin going 
to the IND terminal and the wide pin go- 
ing to ground. Don’t add ICI till after 
the preliminary checkout. 

You have a choice of batteries or a 
line-operated power supply. The battery 
supply—for maximum portability—con- 
sists of two 9-volt transistor radio bat- 
teries and four type C cells (alkaline for 
long life) connected as in Fig. 4-a. Note 
that the +terminal of the 18-volt bat- 
tery goes to the +terminal of the 6-volt 
battery, nof to ground! Use the line-op- 
erated supply in Fig. 4-b if you don’t 
really need extreme portability and like 
to leave test instruments on for long pe- 
riods of time. If you want to use both 
a power supply and larger batteries or 
rechargable batteries, you'll probably 
want to go to a somewhat larger case. A 
two-transistor and transformer inverter 
may be used to convert the +6 volts to 
~12 volts if you want to do away with 
the two 9-volt batteries. 

Whatever route you pick, the 
power source mounts under the main 
PC board, leaving the bottom half of 
the case open for the plug-ins. Power 
needs are 6 volts at 125 mA and -12 at 5 
mA. 


Using the mainframe 
We'll be showing you several plug- 
ins from time to time, but if you’re de- 
signing your own modules, the follow- 
ing guidelines should be of some help. 
The power ON-OFF switch goes be- 
tween +6 volts and +6SW. With the 


FIG. 1—BLOCK DIAGRAM of the time-base IC 
and the basic circuitry. This and the digital 
readout form the heart of several test in- 
struments. 


Q2, Q3 relay it also controls -12 volts. 
The decimal-point selector goes be- 
tween DP IN and the chosen DPI, DP10, 
DP100, or DP1K. If you don’t connect it 
or else connect it to DP 1, you’ll get just a 
number displayed with all three left- 
hand zeros lopped off. If you can ar- 
range things so you get a “O” reading 
between measurements, this will radi- 
cally extend the battery life. 

The timebase is activated by 
switching a “1” (+6 volts) and a “0” 
(ground) to inputs A, B, C, and D fol- 
lowing the truth table of Table |. The 
timebase OUT terminal may be con- 
nected directly to the COUNT terminal of 
the counter/display, or else it will drive 
one TTL or DTL input. You reset the 
timebase by putting +6 volts on the 
normally grounded RST line. 

The COUNT input may be con- 
nected to a RTL, DTL, or TTL output 
in your plug-in, to the timebase output, 
or to +5 volts through a capacitor. It 
free runs (self-oscillates) with the ca- 
pacitor and follows the counting with 
either the timebase or your external 


will follow the counting if grounded 
and keep the old count if at +6 volts. 
Reset for the count module forces the 
counter to zero if it is grounded. If you 
push the RESET button, you get a brief 
pulse going to ground on this terminal 
every time you hit the button. You can 
use this for a resetting signal for your 
plug in. Note that the resets of the 
counter and timebase are backwards in 
action. If you decide to reset both at 
once, you need an inverter to ground 
the counter while applying +6 volts to 
the timebase. RESET only resets the 
counter, not the display. To get a 0000 
reading, you have to simultaneously re- 
set and update the counter module. 
The OVERFLOW output goes to 
ground on count 10,000 and stays there 
until reset. It may be directly connected 
to the IND input to light the overflow 
lamp, or it will drive one logic load in 
your plug-in. If you want to indepen- 
dently light the overflow indicator, you 
ground the IND input instead of con- 
necting it to the OVERFLOW output on 
the counter module. A ground lights the 


low-impedance logic source. UPDATE lamp; +6 volts puts it out. 
-12V +6V 
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COMMAND 
DECODER 


LINES 


PARTS LIST 


C1—3-30 pF trimmer capacitor 

C2—5 pF mica capacitor—optional; needed only 
with certain cyrstals 

C3,C5,C7—0.1 ,F, 10-volts disc ceramic capaci- 
tor 

C4—47 uF, 15-volt electrolytic 

C6—220 uF, 6-volt electrolytic 

D1, D2—1N914 diode 

D3-D6—1N4001 diode 

D7—1N5288 constant-current diode DO NOT 
SUBSTITUTE 

|C1—MKSOO9P time base IC (Mostek), special 
design built for Don Lancaster projects. 
LM1—MV5023 LED panel lamp or equivalent 
S1,2—Spst momentary pushbutton 
Q1,2—2N5139 transistor, silicon pmp 
Q3—2N5129 transistor, silicon npn 
R1,6,8—10K, % watt carbon resistor 


MISC: PC Board per Fig. 3, plastic case; 9-volt 
battery clips (2); spacer foam for bat- 
teries; Dual C holders (2); front panel; C1—5000 uF, 10 V electrolytic 
red filter; mounting hardware; wire; sol- C2, 3—500 uF, 25 V electrolytic 
der. D1, D2, D3, D4—1N5061 silicon power diode, 1 

A to plv 

D5—12-V Zener diode, 1N4742 or equivalent 

F1—0.1 A fuse and fuseholder 

1C1—6-V positive regulator, Fairchild 7806 

R1—27 ohms, % watt 

T1—12.6 VCt, 100 mA transformer (Signal PC 

12-100 or equal) 


POWER SUPPLY PARTS LIST 


NOTE: The following are available from South- 
west Technical Products, 219 West 
Rhapsody, San Antonio, Texas, 78216: 
PC Board, etched and drilled No. DGM- 
b, $4.85 postpaid. Circuit board for 
readouts, No. DGR-b, $3.85 postpaid. 
Kit of parts for readout, No. DR-C, 
$34.50. Kit of parts for mainframe and 
timebase plug-in, including case and 
front panel, No. DM-C, $26.75, less 
readouts and batteries, postpaid. 


MISC: PC Board for power supply; line cord; PC 
terminals (Optional) (5); solder. 


R2—2.2 megohm carbon resistor “OVERFLOW” |~ =a “RESET” 7 “CHECK” 
R3—6.8 megohm, carbon resistor LM I 
R4—3.3 megohm carbon resistor LM1 MV5023 
R5—1 megohm carbon resistor gee s Vv S1 S2 
R7—330 ohm carbon resistor = Y 
R9—4.7K, carbon resistor * GND 
SO1-4—10-pin chassis mounting socket, Molex IND GND 
09-52-3103 * — FRONT PANEL MOUNT 
XTAL 1—1.00 MHz crystal and mounting clip R7 = 
330 
Qi 
2N5139 
DPIK Oo 
DP100 O— 
DP10 © = 
DP1 oO 
NC [e) +6 - 
6 oS C1 
NC [e) c2 XTAL1 3-30 pF 
NC [e) |g} as 
1 
Pay “lessee 5 pF 1.0 Miz 
GND oat 
= R4 R3 
30) 6.8 MEG 
TO COUNT 
MODULE D7 
IN5288 
DO NOT 
SUBSTITUTE NCO SCAN 
O LAMP TEST 
so2 
C1 TO COUNT 
a MODULE 
MK5009 iT 
TOP VIEW = 
=| cé 
TT 220 uF 
C5 
1 
4. - -12V 
C4 
wll 47 uF 
+6V BAT = 
D3-D6 Bias = 
D5 O GROUND 
D4 teqee 
>: D3 IN4001 [| gc OVERFLOW 
ct — eal © TB OUT ——O COUNT 
= DP IN O TB RST Lo hfRESET 
GiB 2" ——© UPDATE 
= —OA"1" © OF IND 
DPIN ~O DPIK 
L © -12V | © DP 100 
+6V. GND +6V~ -12V +6V BAT Ds SP I0 
en BAT 4 ——$—————————_____-_£3' +6 SW © DP1 
S04 


POWER INPUTS 
FROM BATTERY 
OR LINE SUPPLY 


$03 TO PLUG-INS 


FIG. 2-THE SCHEMATIC shows details of the switching, power 
control and oscillator circuits. 
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FiG. 3—MAINFRAME PC BOARD 
pattern (above). Enlarge so 
board is 5 Inches wide across 
the top. FIG. 4 (below)—POWER 
SUPPLIES are optional. If you 
use batterles as at (a), be sure 
that connections are made as 
shown. In the ac supply (b) the 6- 
volt source has an IC voltage 
regulator while the 12-volt 
source Is controlled by a 12-volt 
Zener diode. 


YELLOW | 
a 


T1400 mA 


next month 


SPACE LIMITATIONS prevent us 
from presenting the remaining 
printed-circuit diagrams and con- 
struction information in this is- 
sue. All remaining diagrams and 
text will appear next month. 
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When you’re using the grinchwal 
with your plug-ins, there are two addi- 
tional design quirks you have to allow 
for that could cause you some head- 
aches if you don’t know about them. 
First, note that resetting the counter 
also resets the internal digit scanner. If 
you reset the counter too often, some of 
the numbers will not get displayed, or 
some of the digits may vary cyclically in 
brightness. To get around this, limit the 
number of new measurements you 
make to less than 30 per second. If you 
must go faster, the scanning capacitor 
(C 1) on the counter plug-in could be re- 
duced in value, but too small a Cl 
causes decimal-point ghosting and pos- 
sible leading-edge blanking problems. 

The second thing you have to allow 
for is to make sure that at least one 
count happens after you update if you 
want to keep the old answer and not re- 
set immediately. This means you can’t 
directly use the falling edge of an input 
gate as an update if it does away with 
the input at the same time. The input 
signal should continue at least one 
count after updating—making it nearly 
continuous is one obvious way around 
the problem. 


Ideas for plug-ins 

Timebase—Bring out the timing 
signals and you have a precision scope 
calibrator, source of timing signals, pre- 
cision digital clock pulses, a source of 
timing clocks for lab experiments, an 
ultra-stable squarewave generator, etc. 

Stopwatch—Simply gate the time- 
base with a set-reset flip-flop to get the 
time between events, or gate it directly 
to get the duration of a single event. 
You can measure any time interval 
from 10 microseconds to 9999 hours. 
Use it for a sports timer, a rally com- 
puter, photographic stopwatch for shut- 
ter testing, physics experiments, ballistic 
velocity checks, etc. . . 

Frequency counter—Use the 0.1-, !- 
, or 10-second output of the timebase to 
turn on and off a signal whose fre- 
quency you want to measure. The input 
frequency should be conditioned by go- 
ing into a digital comparator. Maxi- 
mum direct operation is around 200 
kHz, but you can easily add scalers to 
count any frequency you want. With 
Schottky TTL. you can count beyond 
100 Mhz, and by using more than one 
trip through the counter, you can get 
more than 4 decades of accuracy. For 
instance, a 10-second gate and scalers 
can give you a six-digit accuracy, for 
any input above 100 khz. 

This list could go on and on. What 
can you do with a completely portable 
instrument that will measure or monitor 
anything you want to 0.01% accuracy? 
We'll show you how to do some of the 
common plug-ins. How about you 
showing us newer and better uses for 
the Grinchwal? R-E 


Electronic 
Y technicians! 


SCHOOLING 
OF 
EXCELLENCE 
in ELECTRONICS 
ENGINEERING 


lf you have adequate schooling and experi- 
ence at the technician level you may be 
able to qualify to enter our college-level 
Home Study Program in Electronics Engi- 
neering. The CIEE Porgram is OUTSTAND- 
ING, and up-to-date in every respect. CIEE 
is a forward-looking school, and Engineer- 
ing is taught on the basis of application and 
understanding rather than on the basis of 
memorization. All lesson material and texts 
are thorough and easy-to-understand. 
Through this Highly Effective Home Study 
Program in Electronics Engineering you can 
raise your status and pay to the Engineering 
level. No residence classes required for 
those who qualify. If you are an electronics 
technician with above-average ambition, and 
not willing to settle for anything less than 
the best home study Engineering Schooling 
available anywhere, then you should write 
TODAY for our free revealing descriptive 
literature. There is no obligation, and no 
salesman will call on you. 


COOK’S INSTITUTE 
of EC litlrcualica Engineering 


Raymond Road 
P. O. Box 10634 
Jackson, Miss. 39209 
Established 1945 
Formerly Cook's School of Electronics 
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1.E.C./Mullard 
Tube Specials 
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FORDHAM 2:22.52 
Company, Inc. 

265 E. 149 Street, Bronx, N.Y. 
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by DON LANCASTER 


HERE ARE THE FINAL DETAILS TELLING 
how to build the mainframe for your 
grinchwal digital test equipment main- 
frame. Plug-ins start in February. 


Preliminary checkout 

You'll need a previously tested and 
working counter module and your 
power supply for checkout. Hookup the 
circuit of Fig. 4-a and check out the 
counting unit for normal brightness, 
counting, and “hold-follow” operation. 
Next checkout the reset and lamp test 
modes. Finally, check the overflow 
lamp by resetting the counter and 
watching it light and stay lit on count 
number 10,000. 

Now, go to the circuit for Fig. 4-b. 
Doublecheck the voltages on your PC 
board for ICI, making sure you have 
-12 volts only on pin 16, +6 only on 
pins 7 & 15, and ground only on pins 2, 
3, 5, and 6. You can now solder IC] in 
place using a small iron and fine solder. 
When you reapply power, the counter 
should promptly start running at a 100- 
Hz rate. If it doesn’t, first make sure you 
are in the FOLLOw position, and then try 
several adjustments of the trimmer ca- 
pacitor. In case of difficulty, the 1-MHz 


NEW ENDECO 


Desoldering 
Kits a 
SOHN 


All you need to handle 
almost any desoldering 
and resoldering job! 


Kit 300K includes the famous Endeco 
Pencil desoldering iron Model 300, six 
different size tips (.038 to .090) for any 
job, tip cleaning tool, and metal stand 
for iron... all in a handy lifetime steel 
storage box. $19.90 net. Model 300K-3 
with a 3-wire cord $20.90. Also a similar 
kit for military users. Kit 100K with large 
Endeco iron (Model 100A) is $27.40, and 
3-wire Kit 100AD-3 $28.40. 


SEE YOUR DISTRIBUTOR OR WRITE 


ENTERPRISE 
DEVELOPMENT 
CORPORATION 


5127 E. 65th » Indianapolis, Ind. 46220 
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BUILD GRINCHWAL 


oscillator output may be monitored 
with an oscilloscope with a 10X probe 
directly on pin 10 of ICI. 


SES 


OF F-ON 


OP SELECT 


FIG. 4—WHEN UNIT IS ASSEMBLED test for 
proper operation with these two circuits. 


When you switch off the +6-volt line, 
the -12-volt line is also switched off 
through “relay” Q2 and Q3. A con- 
nector PC pattern for the plug-in is 
shown in Fig. 5. 


IEEEEET 
epeeee ely 


FIG. 5—CONNECTOR FOIL PATTERN. Each 
plug-in will use one of these connectors. 


NOTE: The following are available from South- 
west Technical Products, 219 West 
Rhapsody, San Antonio, Texas, 78216: 
PC Board, etched and drilled No. DGM- 
b, $4.85 postpaid. Circuit board for 
readouts, No. DGR-b, $3.85 postpaid. 
Kit of parts for readout, No. DR-C, 
$34.50. Kit of parts for mainframe and 
timebase plug-in, including case and 
front panel, No. DM-C, $26.75, less 
readouts and batteries, postpaid. 


DIGITAL TEST EQUIPMENT 
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POWER SUPPLY CIRCUIT BOARD DETAILS. Three diagrams are shown. 


At the top Is the foll pattern for the board. Next Is the drilling guide. Last 
is a diagram showing parts placement on the circuit board. 
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THESE ARE SOME OF THE PLUG-INS that go along with the Grinchwal 
digital Instrument. You'l! want to have them all. 
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AN ASSEMBLED READOUT BOARD. The numerals are Illuminated for 
this photo. Do not operate your unit out of Its case. 


(continued on page 96) 
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COMPUTER BOARD 
SAiaiie mes | 
I 
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Three boards, one loaded with transistors, one loaded with integrated 
circuits, and one with from two to five trimpots, all with diodes, cap- 
acitors, and many other components. Each board 5%” x 514". 


NO. J9380, 3 boards as above, $2.00. 9 boards, $5 00 


NEW FAIRCHILD TTL, 
DTL, MSi IC BOARDS 


BRAND NEW computer boards, 
with 31 FAIRCHILD ICs, 32 
MOTOROLA 2N4401, 32 FAIR- 
CHILD 2N2369A, all marked, 
for a total catalog value of over $108.00. Hex inverters, gates, 
flip flops, 2 One of ten decoders, a dual full adder (MSI). Six 
pulse transformers and many more components. An unusual 

set of two boards. Sockets available (2 per board). 

STOCK NO. J9421 2 Boards as above, $6.50 2 sets $12.00 


STOCK NO. J9422, set of 4 sockets (edge connectors) $1.00 


AN OLD FAVORITE, ‘HONEYWELL BOARDS” 


New lot of HONEYWELL 
boards, 414” x 12”. Loaded 
with all kinds of components. 
STOCK NO. J9082 2 differ- 
ent boards, $1.00, 12/5.00 


Include sufficient postage, excess will be refunded. Send for new 
48 page catalog loaded with other items. Minimum order $3.00 


Ax DELTA ELECTRONICS CO. 


BOX 1, LYNN, MASSACHUSETTS 01903 
Phone (617) 388-4705 
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MENTS IN ONE 


e Out-of-Circuit 
Transistor Analyzer 

e Dynarnic In-Circuit 
Transistor & Radio Tester 
Signal Generator 
Signal Tracer e Voltmeter 
Milliammeter 
Battery Tester 
Diode Checker 


Transistor Analyzer sos: 212 


Factory Wired & Tested—$23.50 
Easy-to-Assemble Kit—$15.50 


YOU DON’T NEED A BENCH FULL OF EQUIPMENT TO TEST TRANSISTOR RADIOS! Ali the 
facilities you need to check the transistors themselves — and the radios or other cir- 
cuits in which they are used — have been ingeniously engineered into the compact, 
6-Inch high case of the Model 212. It’s the transistor radio troubleshooter with all the 
features found only In more expensive units. Find defective transistors and circuit 
troubles speedily with a single, streamlined Instrument Instead of an elaborate 
hook-up. 
Features: 
Checks all transistor types — high or low 
ower. Checks DC current gain (beta) to | Send me FREE catalog of the complete 
500 in 3 ranges. Checks leakage. Uni- | value-packed EMC line, and name of | 


INSTRU 


EMC, 625 Broadway, New York 12, N.Y. | 


pa est sleval ‘or lh ne | 
or circuits. Signal traces all circults, Z0NE. 3 

Checks condition of diodes. Measures 1 a: TATE. 
battery or other transistor-circuit powers Oe 
supply voltages on 12-volt scale. No ex- 
ternal power source needed. Measures 
circuit drain or other DC currents to 80 
milliamperes. Supplied with three exter- 
nal leads for In-circult testing and a 
pair of test leads for measuring voltage 
and current. Comes complete with 
\nstructlon manual and transistor listing. 


vera test scent accepts sian base , local distributor. 

configurations. Identifies unknown tran- 

sistors as NPN or PNP. NAME RE-12 | 

Dynamic test for all transistors as signal | | 

amplifiers (oscillator check), In or out of i ADDRESS ee | 
! 
1 


ELECTRONIC MEASUREMENTS CORP. 


625 Broadway, New York, N.Y. 10012 
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GRINCHWAL TEST EQUIPMENT 
(continued from page 95) 


| FIELD ENGINEER TOOL KIT JTK=-17 


Includes more 


than 100 tools! © rai j 
i eo 
4 : i 
j NC i 
UPDATE 
RESET§ 
COUNTS 
Write for brochure yj : ware 
More than 100 fine tools used for servicing in the field, é, DPIN - LOW f 
Used on communications equipment, business machines , GROUND i GROUNKE 
computers, all kinds of electronic systems. All tools and 2) ] 4 
VOM tester are furnished in deluxe attache’ case. = ‘ , BLANK 
5 pm Oe: 8 ‘ \ =a SCAN 
a €) | Bz |’ 
=z aenntgee S am 
o —- a4 oO : 
Piet q = ade TEST 


tft 


a po 
Sed 


i 


© 
& 
cé 
—i( 
| 
i 
t H 


jsvaave 
eo | 
—_ 


ft 
OF SO et \~—' 
ry — 


Five styles . — 


available SY 2 — i > 
wy Pe | 
Pockets for 60 tools. Solid wood frame. Scuff-proof Mar- Wh 3 H GHD: i e i 
velon cover, all brass nardware. Compartments in base for ‘Ces ov Fe 
spare parts and a test meter. Dimensions: 18 x 13 x 4-1/2", =) ER . 
Write f talog, 
iw. a. fresce} ) olirem cola 
i, ——s | tS ais | 
ELECTRONIC ASSEMBLY TOOLS | \BEBUPRATEGY & |S j 
Lists more than 1700 items—pliers, tweezer:) BR } IND o j 
wire strippers, vacuum systems, relay tools, /f iit 
optical equipment, tool kits and cases. s f pp IW {ip 1k 
JENSEN TooLs and ALLOYS i 
4117 N. 44TH STREET, PHOENIX, ARIZONA 85018 = 2 DR100 = 
Circle 76 on reader service card VED BPI 4 
; SW _DPY eo. 


PARTS LAYOUT ON THE MAINFRAME BOARD. The printed-cir- : 
cult pattern for this board was presented last month. = sane ee 


eeoat readable 


23 channel CB. 


Bold, illuminated numbers on 
the Messenger 122 make 
channel changing fast and 
sure. Its unique rotary drum 
dial makes these larger 
numbers possible. But that’s 
only part of the picture... 
Inside is advanced solid-state 
circuitry with a ceramic filter, 
speech ccmpression, and 
much more. U.S.-Made — 
backed by our full 1-year parts 
and labor warranty. For just 
$139.95 suggested list price. 


Messenger 122. 


| QB ees / eecenno 


theta 
Se en: a 


JOHNSON - 


® Waseca, Minnesota 56093 COMPLETED MAINFRAME WITH front panel removed to show the focation of major components In- 
side the case. 


Circle 77 on reader service card 
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GRINCHWAL 
READOUT MODULE 


Complete your mainframe. Build this 4-digit readout 
assembly using LED’s and get ready for the plug-ins that 


follow 


by DON LANCASTER 


HERE'S A FRESH, HIGH PERFORMANCE 
approach to digital counting and dis- 
play—combine a bright red light emit- 
ting diode (LED) display with a single 
new high performance. MOS In- 
tegrated Circuit, and you come up 
with an easy-to-build four decade 
0-9999 digital counter and display that 
neatly fits a single 2%” x 5%” plug-in 
PC card. Tota! supply current, in- 
cluding the readouts, is a mere 6 volts 
at 100 mA, easily provided by ordi- 
nary flashlight cells) Now you can go 
truly portable with your digital in- 
struments, free of any line cords, 
bulky storage batteries, or high-voltage 
display supplies. While the maximum 
counting frequency of this display is 
250 kHz, you can easily count to 100 
MHz and beyond by suitable scaling. 
Figure | shows a simplified block 


UNITS TENS HUNDREDS 
DISPLAY DISPLAY DISPLAY 


diagram of the counting module. Prac- 
tically everything is crammed _ inside 
the single Mostek MK5005 integrated 
circuit. Monsanto MAN-4 light-emit- 
ting-diode (LED) displays are used. 
These are a fifth of an inch high and 
readable beyond eight feet. Brightness 
is good enough for almost any reason- 
able room lighting, and you can even 
hold back on brightness to extend the 
battery life and still come up with a 
highly viewable display. 


Construction 

Figure 2 shows the actual circuit. 
Darlington driver transistors are 
needed to get the IC outputs up to a 
suitable level for display drive. These 
are pnp or npn transistor pairs as 
shown and have gains in the ten thou- 
sands. They cost 45 to 60¢ each. Ordi- 


nary transistors, even high gain ones, 
may NOT be substituted. 

Capacitor Cl sets the scanning 
rate for the multiplexing while C2 
gives a speed-up to the decimal point 
input that eliminates ghost decimal 
points. Feedback from the decimal 
point driver to the chip controls the 
leading zero blanking. 

Brightness is controlled by resis- 
tors R2 through R9. The values shown 
are the minimum recommended values 
that give maximum display brightness. 
If desired, the resistors may be raised 
in value to give a not as bright display 
that has longer battery life. 

A printed-circuit board 1s a must 
for this project. You can get one com- 
mercially or else you can use Figs. 3, 
4 and 5 to make your own. 

While the MOS integrated circuit 


FIG. 1—DISPLAY MODULE BLOCK DIAGRAM. Single low-power integrated circuit does the job. It 


replaces more than a dozen conventional ICs. 
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RO1 — R04 
= MAN 4 
BOTTOM VIEW 


TOP OF|/NUMERAL 


R14 = 
R11— R14 ANODE 
10K TYP. DRIVERS J2 
‘_O DP1K 


DP 100 


RESET O ONC 
COUNT O—— —-——O +6V 
O | | ; ONC 
EXTEND . = — ti 
OVERFLOW O——— Ig (| Ko) ONC 
MK5005 (ie be, 
@) Gs) ————O DP IN 
TOP VIEW 
— Sa +6VO +6V0 +6V0 +6VO 


= SEGMENT 
BLANK O———-+- = DRIVERS 


510K | * 001 
zay| 
CAPACITOR| cy DP FEEDBACK a13 
ng 0.1 “MINIMUM VALUE. MAY BE RAISED TO INCREASE MPSAI3 
+6V BATTERY LIFE & DECREASE BRIGHTNESS = 


FIG. 2—(above) COMPLETE schematic of the 
readout circuit. oe sem R14 ot oat 
FIG. 3—(bottom right) FOIL PATTERN of the 


ag ) —l— 
readout board Is 5% x 2% inches. muir ap =RI3— SITAR 2. DOPIK 


s 

FIG. 4—(right) PARTS PLACEMENT for th | Tam ’ R3 
readout board. . 03, —— R12 re a jn = an ~ 9 2) — a 

«(Ses 
is now pretty well protected against UPDATE | “® ee é NC 
static and overvoltage, REVERSED RESET | ‘## ba fe Net i Sef ke. Dad 2 +6V 
SUPPLY POLARITY WILL IMME- © COUNT |. bt Rae Gos ecer ij @ NC 
DIATELY AND PERMANENTLY — EXTEND | {@ G4 - ae re ~ UYU) ae @ NC 
DAMAGE THE DEVICE. IN ALL _ BVERFLOW) “® MK5005 “J aL Qt sw) OP IN 
OF YOUR CIRCUITS AND ALL GROUND |" © . DD. DDD - GND 
OF YOUR CHECKOUT WORK, A BLANK | SS et 3 O6-gh 07-08 09 O10 Ol pe) © 
SERIES DIODE OR OTHER “IDIOT SCAN | > — . = pS! 3 
PROOFING” MUST BE PLACED ~ q 


BETWEEN THE MODULE AND 
THE SUPPLY 

Before starting assembly, note 
three very important details: (1) don’t 
unwrap the MOS integrated circuit or 
remove its protective foam until im- 
mediately before you solder it in 
place; (2) note that the readouts 
mount foil side. opposite the rest of 
the components; and (3) note that the 
pins on the plug in connectors stick 
out from the component side, opposite 
to the foil side that supports the read- 
outs. 

A deep red optical filter 1s abso- 
lutely essential for proper display con- 
trast. A piece of '” red plexiglas 
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EBC A 7806 REGULATOR 
MAY BE SUBSTITUTED 
FOR THESE PARTS 
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FIG. 5—(top) DRILL AND JUMPER GUIDE for the readout circuit board. FIG. 6.—(middie) TEST 
CIRCUIT for breadboarding initial checkout. FIG. 7—(bottom) RECOMMENDED POWER SUPPLY 
fpr ac operation. For portable use simply use four “‘C’’ or ‘'D"’ cells connected in series. 


PARTS LIST (Fig. 2) 

R1—2200 ohms, % watt, 10% 

R2,. R3. R4. R5, R6, R7, R8, R9—47 ohms, % 
watt. 10% (see text) 

R10, R11, R12, R13, R14, R15—10,000 ohms, 
“% watt, 10% 

C1, C3—0.1-nF disc ceramic 

C2—1000 pF disc ceramic 

IC1—MK5005P (Mostek) DO NOT SUB- 
STITUTE 

Ji, J2—10-pin male connector (modified Molex 
09-57-1105) 

Q1, Q2, Q3, Q4, Q13—MPS A113, npn Darling- 
ton transistor pair (Motorola) DO NOT SUB- 
STITUTE 

Q5, Q6, Q7, Q8, Q9, Q10, Q11, Q12—MPS 
A65, pnp Darlington pair (Motorola) DO NOT 
SUBSTITUTE 

RO1, RO2, RO3, RO4—MAN-4 LED seven-seg- 
ment readout (Monsanto) 

MISC: PC board; 5 jumpers; red filter, 1% x 
2% x Ye" #2423 Plexiglas: sockets for J1 
and J2, Molex 09-52-3103 

NOTE: The following are available from 

Southwest Technical Products, 219 W. Rhap- 

sody, San Antonio, Tex. 78216. 

Etched & drilled circuit board—DGR-b, 
$3.85. 

1C1—$20 

Kit of all parts—DR-c, $34.50 


PARTS LIST (Fig. 7) 
R1, (R2*)—100 ohms. % watt, 10% 
C1—5000 uF, 10V, electrolytic 
C2, C3—500 uF, 25V. electrolytic 
C4*—500 pF, 6V, electrolytic 
D1, D2. D3, D3—1N5061 silicon diode 
D5—1N4742, 12V, 1W, Zener diode 
D6*—1N4736, 6.8V, 1W, Zener diode 
F1—0.1 A fuse and fuseholder 
Q1*—2N5191 npn silicon transistor 
T1—transformer: primary, 117Vac; secondary, 
12.6V, 100mA with ct 
*Regulator: A Fairchild No. 7806 regulator 
may be substituted for these parts. 
MISC: PC board, line cord, strain relief termi- 
nals, mounting hardware 
NOTE: The following items are available from 
Southwest Technical Products, 219 W. Rhap- 
sody, San Antonio, Tex. 78216 
Etched & drilled circuit board—ORP-B, 
$2.50 
Kit of all parts—DRP, $8.75 


# 2423 1s ideal for this and may either 
be bolted directly to the module (us- 
ing long enough spacers to clear the 
readouts) or the filler may form a 
front window for a display or in- 
strument package. 


Using it 

The module may be powered 
from a six volt unregulated supply, 
four D cells, or a regulated supply. 
One suitable line operated supply is 
shown in figure seven. This particular 
supply also puts out -!2 volts which is 
handy for a companion time base 
chip. the MK5009. or for other ex- 
ternal circuitry. 

The display goes out before the 
counter quits. If ultra-long battery life 
is essential. you can reduce the bright- 
ness by increasing the values of R2 
thru R9 to perhaps to 220 ohms. or to 
whatever tradeoff between battery life 
and brightness you want. Or, you can 
go to alkaline D ceils or NiCad’s. Or- 
dinary heavy-duty D cells should last 
you around 40 hours of intermittent 
operation. R-E 
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